We have constructed and operated an automated instrument for measuring ground-level microthermal seeing at Magdalena Ridge Observatory. Magdalena ridge observatory is located at an altitude of 10,500' in the Cibola national forest in New Mexico, USA. It is the planned site for the MRO optical interferometer with up to 10 collecting elements, each with a diameter of 1.4 m, and baselines up to approximately 400 m. As part of the preparation for construction we deployed a system to characterize the ground-level seeing across the observatory site. The instrument is built largely of off-the-shelf components, with only the sensor head and power supply requiring electronic board assembly. Even in those cases the board architecture is trivial. The first proof-of-concept system was deployed for several weeks in the autumn of 2004, and has since undergone several iterations. The latest configuration operates entirely off batteries, incorporates wireless data acquisition, and is thus able to operate in an area with no shelter, power, or communications. In this paper we present the design of the instrument, and show initial data. The microthermal tower has 4 sensor pairs at heights from 0.8 to 4.4 m, significantly lower than other microthermal experiments, because of the need to characterize the seeing near the ground. We find significant variation in the contribution of this range of heights to the seeing, contributing an estimated nearly 25% of the seeing at some times, and only 2% at other times. The individual sensor power spectra have a slope in the range of 1.4 to 1.5, lower than the 1.67 slope predicted by Kolmogorov turbulence theory. We reproduce the well-known effect of reduced seeing immediately around sunset. While we find significant variation in the microthermal seeing, we did not find a pattern of corresponding variations in weather conditions, suggesting that a complicated set of factors control microthermal turbulence.
Introduction
Microthermal measurements are used to determine the contribution of ground level turbulence to the astronomical seeing. In the case of the Magdalena Ridge Observatory Interferometer (MROI) the results were used in the analysis of the costbenefit trade-off of placing the telescopes above ground level. Placing a telescope higher above the ground will involve additional cost, but may also result in improved seeing. The question that was to be answered was how great the improvement at a greater height, and whether the additional ex-pense of raising the telescopes could be justified.
Because of turbulence air temperatures vary on the time-scale of tenths or hundredths of seconds. The temperature variations on these time-scales is of the order of a degree or less. Thus a sensor is needed which can measure the air temperature sufficiently rapidly and with sufficent sensitivity. It must have low thermal mass, and it must be possible to read it out a hundred times per second.
Microthermal sensing is often used in site characterization, and numerous results have been published using different instrument configurations. Marks et al. (1996) used microthermal measuring equipment similar to that of Vernin and Munoz-Tunon (1992) to measure the vertical seeing profile at the South Pole up to an altitude of 27 m. Essentially, voltage measurements related to temperature are recorded at pairs of temperature sensors and then used to compute the mean-squared temperature variation on the baseline separating the sensors. Marks et al. (1996) used sensors whose resistance varied with temperature. They found a large contribution from the ground level seeing. They found an average total seeing at the ground level of 0.64", whereas it was 0.46" measured in the 17-27 m section of the tower. Marks et al. (1996) also noted that sensors can tend to ice over in certain weather conditions, and that this will destroy the measurement because it increases the time-constant to the point where relevant temperature fluctuations are no longer captured. They do remark however, that these conditions were generally easy to identify in the data. Marks et al. (1999) expanded on this earlier work by including measurements from microthermal sensors flown on balloons. Pant and Sagar (1998) presented a design for a microthermal measurement instrument based on a coil of Nickel wire, and later presented the results of measurements with this instrument (Pant et al. 1999) . They had pairs of sensors one meter apart located at heights of 6, 12, and 18 meters above ground. Similarly to Marks et al. (1996) they found a large decrease in turbulence with altitude, and a significant decrease in seeing for heights of 6 m and higher above ground.
Our microthermal measurement instruments have evolved over several generations. Common for them all are however that they use very fast response thermocouples as the sensing element. In section 2 we present a brief overview of the theory describing microthermal turbulence and its relationship to astronomical seeing. In section 3 we describe the instrument. In section 4 we present some initial data and interpretations. While the ground-layer microthermal turbulence varied significantly over the time-period we present in this paper, we did not find any obvious meteorological measurements that could explain this variation.
Relationship to MROI
The purpose of this project was to provide information about the seeing very close to the ground, up to an altitude of approximately 4 m. This would help in deciding whether the additional expense and complication of raising the telescopes above ground level could be justified. The system consisted of four towers each with four sensor pairs between 0 m and 4.5 m altitude. One tower was located at the nominal center of the planned array, and one at the end of each arm of the array. The two sensors at each height could then be used to measure C 2 T and thus C 2 n at that height, and then to estimate the contribution to the total seeing at that height. The towers were built to operate autonomously for long periods of time, weeks to months. An existing nearby weather station (800 m away) provided some weather data with which to correlate the measurements.
Theory
Atmospheric seeing is caused by variations of the refractive index of the atmosphere. These refractive index changes are characterized by temperature fluctuations in the air. By measuring the temperature fluctuations it is possible to derive the fluctuations in the refractive index, and thus the contribution to atmospheric seeing of the air at the point of measurement.
Assuming a Kolmogorov spectrum for the atmospheric turbulence, the full-width-at-half-max (FWHM) atmospheric seeing, in arcseconds, as a function of the path length of the light can be determined as
In this expression, C 2 n is the refractive index structure constant, λ, is the wavelength of the light, in m, and L is the path of the light, also measured in m. For additional information about the derivation of this expression, please refer to Marks et al. (1996) , Dierickx (1992), and Roddier (1981) . Seeing is cumulative, which means that the further the light travels through the atmosphere, the worse the seeing. L is zero at the top of the atmosphere, and has its maximum at the surface of the Earth. As an alternative to determining C 2 n to the top of the atmosphere, we can assume (or measure) a value for the seeing at some altitude, compute the corresponding value of the integral at that altitude, and continue the integral with measured values for C 2 n . The refractive index structure constant is in turn related to the temperature structure constant, C 2 T , via
where P and T are the atmospheric pressure and temperature, measured in mBar and K respectively. The temperature structure constant is, for a Kolmogorov-type spectrum, related to the temperature structure function, D T ( r), as
The temperature structure function is in turn computed as
where <> indicates an average over time. The temperature structure function is the meansquared variation of the difference between the temperature at two points separated by the horizontal vector r. For a Kolmogorov spectrum, the magnitude of the variation is dependent only on the separation of the sensors, as long as this separation distance is between the inner scale and the outer scale, and characterized by a single value, C 2 T . We can thus infer the power in the Kolmogorov spectrum by measuring the meansquared variation at only one separation between two sensors.
Description of the Instrument
The measurement system consists of (a) sensors which sample the temperature with high precision and with rapid response time, (b) amplifiers for the measured signal, (c) a data collection system with sufficiently high sampling rate, (d) a system capable of delivering clean power.
Sensors
We use fast response thermocouples (TCs) manufactured by Omega Engineering, inc. (www.omega.com), the CO-2K. The thermocouple legs are taped over for electrical isolation (Figure 1b ), and to make the thermocouple more resistant to damage by accidentally pulling the leads. A notch is cut in a rubber stopper, and the TC is glued inside it with rubber glue. The stopper is then glued inside an inverted plastic funnel, such that the thermocouple contact region extends a few millimeters above the funnel (Figure 1d ). Inside the funnel is also mounted the amplifier board and a set of terminal blocks for connecting the data acquisition wires to the ADC (See Figure 1c ). Figure 1e shows an assembled tower with four sensor pairs at different heights above the ground. The entire tower is 4.6 m tall, and the sensor pairs are separated horizontally by 1.0 m. Figure 2 shows the wiring diagram for the amplifier board. We used the low-noise OP-27 amplifier, and the resistors R1=220KΩ and R2=22Ω were sized in order to obtain an amplification factor of 10 4 . Finally, a capacitor (C1=0.047µF ) is added in order to limit the signal bandpass to the sample frequency. The inverted funnels are mounted on top of a base, and a cage of 1/2" mesh is attached, then a top plate. These serve to protect the sensor head from weather and animals.
Data collection
The signal from the sensor is transported to the data collection unit via a cable containing two individually shielded twisted pairs. One pair carries DC voltage power (−6V and +6V) for the amplifiers. The other pair carries ground and the return amplified signal from the sensor. These signals are sampled at 300 Hz using a Labjack UE9 analog-to-digital converter and controller (www.labjack.com). The Labjack unit has an Ethernet interface, and a custom program running on a remote Linux computer connects to the UE9 unit via TCP to retrieve the data stream. The custom program is available from the authors to any user wishing to duplicate the experiment. For 8 sensors (4 heights) the unit produces 46 bytes of data 300 times per second, for a total data rate of 14 KB/s. Only 16 bytes of data are collected from each packet and together with time-tagging information produce approximately 420 MB of data per day.
Communication
We decided to use a wireless data collection network for two reasons. Firstly, we had the need to place towers several hundred meters from the nearest suitable location for a data collection computer. Ethernet cables are limited to 100 m in length, and using them would require inserting repeaters in locations where there is no electrical power to supply the repeaters. Secondly, because the Magdalena Ridge site experiences frequent lightning storms, particularly during the summer monsoon season, wires which connect the outside and inside of buildings, or which extend over significant outdoor distances pose serious hazards to personnel and equipment. For this reason we chose to connect the data collection units and the data collection computer via a ad-hoc 802.11b network. The 802.11b has a theoretical throughput of 1.3 MB/s compared to our requirement of 14 KB/s per tower. We used Linksys WET-11 wireless bridges, which we weatherproofed by placing them inside a sealed plastic paint bucket. Unobstructed, we have tested these radios to a range of 0.5 miles.
Power
There are two power systems. One power system supplies the sensors with −6V and +6V. The other power system supplies the Labjack UE9 data acquisition unit and the WET-11 wireless radio. For the sensor power system, we connected batteries in series, while for the data acquisition unit and the radio we connected batteries in parallel. A voltage regulator produces a +5V output from the 6V batteries to power the data acquisition unit and the radio. In order to allow long-term unattended operation, the towers could be equipped with solar panels for charging of the batteries. We have not installed solar panel chargers, but they would clearly reduce the maintenance burden significantly. Without solar panels each tower requires attention approximately every 3 weeks. We took care in connecting all systems to a single ground point. The UE9 also monitors the battery voltages. A photo of the battery system is shown in Figure 1g , and a schematic diagram is shown in Figure 3 .
Calibration issues
There are few calibration issues related to this system. In the narrow range of temperatures differences between junction and reference (plus or minus 10 K), the thermocouples are highly linear to much better than 1% so that we can ignore the effects of non-linearities. In that range they produce 39.5µV/K. Their accuracy is also better than 1% according to the manufacturer. The second step is the amplification. We used 1% resistors which should result in an accuracy of better than a few percent. The last concern is the thermal timeconstant of the thermocouples. Variation in the thermal mass and proximity of objects with large thermal mass could affect the thermocouple re- sponses. The time-constant can be measured from the power spectrum, and we did this routinely with the data. We also checked the calibration by placing sensors very close to each other and verifying that they recorded the same waveform. necessarily the same for the two sensors. This reference junction temperature only varies slowly however due to the much larger thermal mass of the junction. The offset is removed in the data analysis since we are only interested in the shortterm variations. The correlation coefficient for a 1-hour interval of these data is R = 0.93. Figure 5 shows 1-minute histograms of voltage from the same values as are plotted in Figure 4 . The dotted curve represents one sensors, and the solid curve represents the other sensor. Figure 6 shows the same histogram, but plotted for a 6hour interval. Histograms can be used to verify the calibration. If the histograms are not identical (due for example to different values for the gain Figure 4 respectively. resistors), this will be apparent, and the sensors can be cross-calibrated by linear regression.
Sensitivity calculation
Referring to Figure 2 , we can see that the output MS noise is given by
where we assume that the thermal noise in the thermocouple is negligible compared to the input noise of the amplifier. Here K = 10 4 is the amplifier gain, B is the bandwidth (150 Hz), e na = 3 nV / √ Hz is the input noise of the amplifier, k is the Boltzmann constant, and T ≈ 273 K is the ambient temperature. Inserting known values we obtain v 2 o = 4.5 mV
The ADC digitizes the −5 V to +5 V range at 12 bits, which is equivalent to a digitization interval of ∆ = 2.4 mV , and a RMS digitization noise of
With a voltage to temperature conversion factor of 2.5 K/V , the thermal and digitization noise are 11.25mK and 1.73mK, respectively. The timeconstant for the sensor is approximately τ = 0.05 s, and this will be discussed in section 4.4. 
Initial results

Raw data
The raw data output from the instrument are time-series of voltages, recorded at 300 Hz. This corresponds to approximately 2.6 × 10 7 measurements per day. Figure 7 shows the raw data for a 2-hour nighttime interval. In each panel are plotted the voltages for the two sensors at the same level. The solid curves represent the median, and the dotted curves the quartiles for each 1-minute interval. The distance between the quartiles is typically larger at lower altitude than at higher altitude. This is because there is typically greater turbulence at lower altitude than at higher altitude.
In the plots we have added an offset to one or both of the sets of traces to separate them. The measured offsets depend on the temperature difference between the thermocouple and the circuit boards. At night when the temperature varies slowly this offset should be almost zero, but can be different from zero when the ambient temperature is changing. Regardless, this offset is not used in the data analysis as the low-frequency component of the data is subtracted during the analysis step.
It is interesting to note that at greater altitude the voltage median and quartiles are much more similar for the two pairs than they are at lower altitude. The likely reason for this is that very close to the ground the direct interaction of the turbulence eddies with the ground and anything on the ground tends to be greater than at greater altitude. In other words, the two sensors near the ground may be measuring airmasses with slightly different characteristics because of this local interation. This suggests that in future experiments it may be worth considering placing at least the smaller altitude sensors closer together. This also makes the measurement that much more local and susceptible to local effects. However, this may be desirable under some circumstances, for instance the mapping of the turbulence properties of a telescope dome on a cubic meter scale or less. In would also be interesting to deploy sensors with multiple separations in order to understand how this affects the spatial turbulence power spectrum. Figure 8 shows the plot of the temperature structure constant for each height above the ground from approximately sunset to sunrise on two consecutive nights. The values are computed on a 1-minute basis. We chose the value of 1 minute after some experimentation. The interval must be long enough to capture the full range of temperature variations. It must be significantly longer than the typical time-scale for temperature variation. We must also be able to properly subtract the voltage baseline over the interval. We found that values from less than 1 minute up to an hour fulfilled these criteria, but that values in the short end of that range allowed us to better study temporal variations.
First, the measured voltages must be converted to temperature. The thermocouples produce a voltage of 39.5 µV /K, which is amplified by a factor of 10 4 . Thus, we have approximately 2.5 K/V . Next, we take the difference between sensors at each height. Because the slowly varying baseline is arbitrary, we subtract it separately in each 1-minute sequence (approximately 18000 values) to produce a zero-mean time-series for each 1minute interval. Remember that the source of this baseline is the temperature difference between the thermocouple junction and the amplifier chip. Our instrument only measures the difference between the amplifier chip and the junction, not absolute temperature. We are assuming that the important temperature variations occur on a time-scale short compared with the 1-minute averaging interval, and that the average temperature is the same at the two sensors. Thus, the temperature difference should have zero mean on a 1-minute timescale, and we subtract any non-zero mean to produce a zero-mean time-series. The mean-squared of that zero-mean time-series is what is plotted in Figure 8 . The gap from approximately 21:30 to 22:30 in Figure 8a is an interval of bad data (The earliest version of the instrument had occasional problems with bad connectors, a problem easily spotted in the data by the amplifier output being stuck at either high or low rail. This problem was corrected in later versions of the instrument by using screw terminals for connections, as shown in the photos in Figure 1 ).
The propagated uncertainty in each 1-minute value of C 2 T is
where q = 2.4 mV is the digitization step size, and N = 18 × 10 3 is the number of measurements combined. For C 2 T ∈ [0.01; 1.0] K 2 it evaluates to a relative uncertainty of 0.013% − 0.13%. Clearly, the uncertainty in the value of gain resistors, 1%, dominates the uncertainty of the C 2 T values. To help in seeing structure, we have smoothed the data in these plots with a 11-minute window. Notice a number of different patterns. For example, all traces drop sharply immediately around sunset on both days. Before midnight on the 15th the three lower sensor pairs track each other. Then in the early hours of the 16th the two lower and two upper sensors pairs track each other separately. Before midnight on the 16th the 4 sensor pair levels measure widely different temperature fluctuations. However, starting shortly after midnight turbulence conditions change, and all sensors measure approximately the same temperature fluctuations. Examination of data from a weather station located approximately 800 m away shows no obvious relationship between weather conditions and seeing conditions. 4.3. Seeing as a function of height Figure 9 shows the seeing plotted as a function of altitude for the 8 regions A through H labeled in Figure 8 , calculated using Equation 1. The 1% uncertainty from the C 2 T measurements propagates, as well as uncertainy in the determination of atmospheric pressure and temperature (estimated at 1% also), so that C 2 n has an estimated uncertainty of 2% on the measured baseline. It is important to realize that Equation 1 assumes a Kolmogorov spatial turbulence spectrum, consistent with assumptions in previous published work. It is not immediately possible to verify this assumption using these data. Measuring the shape of the spatial power spectrum requires the use of sensors at different separations. It is difficult to estimate what uncertainty might be associated with the assumption of a Kolmogorov spatial power spectrum. We believe that this uncertainty has both random and systematic components. It is also possible that non-Kolmogorov effects are more significant at the lower sensors pairs.
In order to compute the seeing we need to assume a value for the integral of C 2 n from the top of the atmosphere to the top sensor pair. Based on our optical seeing measurements at the site, we choose a value of the integral corresponding to a value of the seeing of one arc second at the top sensor pair. The choice for the seeing at the top sensor makes only little difference in determining the difference in seeing values between the top and the bottom sensor. Notice that around sunset, which corresponds to regions A and E in Figure 8 the turbulence is very small, and the change in seeing from the top to the bottom sensor is also very small. This is a well-known phenomenon effect of good seeing immediately around sunset when upand down-flowing energy balance each other.
Sensor time constant
We can use the power spectrum of the individual sensors to determine the sensor time-constants via the procedure outlined by Short et al. (2003) . The spectrum in Figure 10 can be represented by the expression
where a is the white noise floor in the measure- ment (digitization or electronic noise in the measurement process), b is a scaling factor, β is the spectrum slope, and τ is the sensor time-constant. For a Kolmogorov spectrum the value of β is 5 3 . Fitting this spectrum model to data with a, b, β, and τ as free parameters we obtain the values in Table 2 . We can compare the values for β in Table 2 with the values obtained by Short et al. (2003) . They had measurements over a wider range of heights (9-70 feet) than our 0.8 m to 4.41 m. At the lowest heights, which correspond to our higher sensors, they observe values generally in the range 1.65-1.75, compared to our values of 1.45. At low altitude they observed little variation with wind speed. At the highest altitude they measured values from 1.28 at zero wind speed up to values of 1.64 at 8 m/s. We do not have measurements under comparable conditions. In general we did not see any variation with wind speed of the mean of either β or τ . Short et al. (2003) 
Conclusion
We have designed and constructed a simple inexpensive microthermal turbulence monitor with wireless data acquisition and battery operation suitable for operating in a remote environment. The system is built using off-the-shelf components, and makes measurements at four levels from 0.8 m to 4.41 m above the ground. The individual sensors have a response time-constant of approximately 0.05 s. We have operated the system at the Magdalena Ridge Observatory in New Mexico, USA, and shown initial results. On the first two nights of observation we found a wide variation in turbulence conditions, with sometimes very steep gradients, and sometimes uniform turbulence across the height range. The measured turbulence contributed between 0.02 and 0.26 arc seconds for this region of the atmosphere.
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